Stent deformation, physical stress, and drug elution obtained with provisional stenting, conventional culotte and Tryton-based culotte to treat bifurcations: a virtual simulation study Abstract Aims: To investigate the possible influence of different bifurcation stenting techniques on stent deformation, physical stress, and drug elution using an implemented virtual tool that comprehends structural, fluid dynamics and drug-eluting numerical models. Methods and results: A virtual bench test based on explicit dynamic modelling was used to simulate procedures on bifurcated coronary vessels performed according to three different stenting techniques: provisional side branch stenting, culotte and Tryton-based culotte. Geometrical configurations obtained after stenting were used to perform fluid dynamics and drug elution analyses. Results show that major different pattern of mechanical deformation, shear stress and theoretical drug elution are obtained using different techniques. Compared with conventional culotte, the dedicated Tryton seems to facilitate the intervention 1 in terms of improved access to the main branch and lowers its biomechanical influence on the coronary bifurcation in terms of mechanical and hemodynamic parameters. However, since the Tryton stent is a bare metal stent, the drug elution obtained is lower. Conclusion: Numerical models might successfully complement the information on stenting procedures obtained with traditional approaches as in vitro bench testing or clinical trials. Devices dedicated to bifurcations may facilitate procedure completion and may result in specific patterns of mechanical stress, regional blood flow and drug elution.
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Introduction
Despite current technical and clinical improvements, bifurcated coronary artery lesions still remain an open challenge for interventional cardiologists performing percutaneous coronary interventions. The "optimal" procedure of stent implantation in bifurcated lesions is still not defined but should theoretically restore both main branch (MB) and side branch (SB) patency, avoiding major myocardial injury and allowing a simple and straight execution. Among the different controversies related to the optimal technique, a major issue is the choice between a single-and a double-stenting approach. At present, available clinical data on bare metal stents (BMS) and drug-eluting stents (DES) suggest that simple strategies are associated with lower rates of adverse clinical events while increased procedure duration, fluoroscopy times and contrast volume affect complex strategies. As a consequence, in most of the cases single-stent provisional technique should be considered as the preferred strategy [1] . However, such evidences stem from studies using standard DES and may be challenged by novel technical innovations such as stents dedicated to bifurcations [2] . These devices may provide new treatment options by solving a series of technical problems related to the implantation of regular stents in bifurcated lesions. Among the different dedicated devices, the Tryton Side Branch stent (Tryton Medical, Durham, NC, USA), has been tested in clinical ground obtaining promising results [3] , [4] . It is a balloon-expandable cobalt-chromium BMS characterized by three different specific designs which are designed to facilitate culotte technique. During the evaluation of novel interventional devices, virtual modelling techniques based on numerical methods are emerging as a valuable tool for the assessment of several mechanical (arterial wall and stent struts stresses) [5] - [8] and hemodynamic variables (shear stresses, drug release) [9] - [12] which are hardly detectable by means of in vitro or in vivo experiments. Accordingly, virtual simulations may be applied to investigate the influence of stenting procedures in coronary bifurcations by implementing a virtual tool that comprehends structural [13] , computational fluid dynamics (CFD) [14] , [15] and drugeluting [16] numerical models. Since the physiological consequences of dedicated stents deployment in bifurcated lesions are scarcely investigated, we designed the present study aimed to assess the results obtained with provisional side branch (PSB) stenting procedure, with standard stent-based ("conventional") culotte and Tryton-based culotte using an articulated virtual simulation tool.
Methods
In the present study, a sequential implementation of three different numerical models, each one investigating a specific biomechanical aspect of stenting procedures in coronary bifurcations, has been developed and applied. First, a structural model simulating the stent expansions in hyperelastic coronary bifurcations [13] was used to provide insights on the stress fields in both the arterial wall and the implanted devices. Afterwards, the obtained realistic geometries have been used to investigate the hemodynamic influence of stenting procedures on the blood flow [14] - [15] . Finally, the patterns of drug delivery to the lumen and the arterial walls have been assessed [16] . Details regarding the main modelling features of these models have been previously published and are summarized in the following sections.
Virtual bench testing
In a virtual bench test, structural analyses were implemented to simulate stenting procedures and obtain important biomechanical quantities such as stresses and deformations. This model [13] is based on the solution of an explicit dynamics problem by means of ABAQUS/Explicit commercial code (Dassault Systemes Simulia Corp., RI, USA) and involves three main entities: a three-layered hyperelastic bifurcated artery, elastic angioplasty balloon models and elasto-plastic metallic stents (Fig. 1) . The internal diameters of the bifurcation respected the ratios proposed by the Murray law [17] and were 3.28 mm, 2.78 mm and 2.44 mm for the proximal part of the MB, the distal part of the MB and the SB, respectively. The vessel wall was characterized by a constant thickness of 0.9 mm and the bifurcation angle was 45°. Angioplasty balloons, modelled to behave according to the typical dilation performance of semi-compliant balloons, had a diameter of 3 mm for MB and 2.5 mm for SB, respectively. The two examined stents were designed to resemble the Xience V DES system (Abbott Laboratories, Abbott Park, IL, USA) and the dedicated Tryton Side Branch Stent (Tryton Medical, Durham, NC, USA) (BMS). Stent dimensions are shown in Fig. 1 . Positions of the devices, specific boundary conditions and pressure loads have been accurately defined in order to replicate the following stenting procedures [18] :
1. PSB stenting (PSB): a Xience V stent platform crimped to an external diameter of 1.2 mm was positioned across the bifurcation and implanted by inflating a 3 mm balloon at 15 atm. After deployment, final kissing balloon (FKB) inflation was simulated by simultaneous inflation of a 3 mm balloon in the MB and a 2.5 mm balloonin the SB (accessing the SB through the more distal strut available at SB ostium).
2. Conventional culotte (CUL): a Xience V stent, crimped to an external diameter of 1.2 mm, was implanted across the proximal part of the MB and the SB; then, access to distal MB was achieved by expanding a 3 mm balloon through side cells of the SB stent struts. Afterwards, a second Xience V stent was implanted in the MB across the SB take off. Procedure was ended by a FKB inflation using a 3 mm balloon in the MB and a 2.5 mm balloon in the SB.
3. Tryton-based culotte (TRY-CUL): the Tryton stent, crimped to an external diameter of 1.2 mm, was implanted across the proximal part of the MB and the SB; access to distal MB was obtained by opening the SB stent struts with a 3 mm angioplasty balloon. Then, a Xience V stent was implanted in the MB across the SB take off. Procedure was ended by a FKB inflation using a 3 mm balloon in the MB and a 2.5 mm balloon in the SB [19] .
As an example of the virtual bench testing modelling used, the complete simulation of the Tryton-based culotte is provided in Figure 2 and Video 1. After virtual bench testing, the metal-to-artery ratios (ratio between the total area of the external surfaces of the stents and the area) at the level of the proximal segment of MB and the plastic equivalent deformations (PEEQ) have been calculated and compared between the three investigated stenting technique to evaluate, respectively, the effects of stent overlap and the specific stent deformations. Additionally, since procedural pitfalls during complex bifurcation stenting procedures may play a major role, we sought to investigate the role of SB rewiring site (a well-established major issue during provisional technique) on culotte techniques. Thus, a thorough investigation of this aspect is carried out in this paper. Optimal rewiring should allow the deployment of the second device and maintain free access to both branches, reducing potential procedural complications. Investigation of this issue is performed by evaluating the cross-sectional area available for an optimal rewiring in case of CUL and TRY-CUL technique. While conventional stents have a regular strut pattern, Tryton performances may be influenced by its asymmetric design and cases of Tryton rotated by 30°a nd 60°(worst scenario possible) were investigated as well.
Fluid dynamic Model
The final geometrical configurations obtained by virtual bench testing in the coronary bifurcation were used to create the fluid volume for CFD analyses ( Fig. 3 ) [14] , [15] . CFD simulations were focused on near-wall analyses. Blood was defined as an incompressible, non-Newtonian fluid using the Carreau model proposed by Seo et al. [20] . A no slip condition was applied between the fluid and the arterial walls which are assumed to be rigid. A transient velocity profile measured by Davies et al. [21] in a human left anterior descending artery was applied with a constant 70:30 flow split between the MB and SB. Assessment of the velocity field, wall shear stresses (WSS) and relative residence time (RRT) [22] in the stented regions was obtained as follows:
where OSI [23] is the oscillatory shear index and TAWSS is the time-averaged WSS. RRT can be associated to the residence time of the particles near the wall. Moreover it has a more tangible connection to the biological mechanisms underlying atherosclerosis than WSS and OSI [22] , [24] . Low WSS and high RRT are recognized as critical for the problem of atherogenesis and in-stent restenosis [25] , [26] .
Drug-eluting models
In complex lesions such as coronary bifurcations [27] , understanding the capabilities of eluting anti-proliferative drug becomes essential in the assessment of different stenting procedures. Starting from the deformed configurations obtained via structural analysis, a computational model to perform the coupled analysis of fluid dynamics and drug release was applied using an in-house code [16] , [28] . The model takes into account diffusion and dissolution mediated drug release process with finite dissolution rate according to the equations proposed in Frenning et al. [29] . More precisely, drug dissolves and diffuses through the interstices of the DES coating in order to finally reach the outer surface and be released. For drug transport into the arterial walls, drug diffusion and binding as well as arterial leakage are relevant phenomena [30] . A fully coupled steady simulation of blood flow and intramural plasma filtration was performed with this purpose. The obtained pressure and velocity field were then used to perform the analysis of drug release. According to the model proposed in DAngelo et al. [31] the drug concentration inside the lumen is governed by an advection, diffusion model. Drug absorption in the arterial wall is described by means of an advective-diffusive model as for the lumen complemented by a reaction term accounting for dynamic binding of the drug to the extracellular matrix [32] , [33] . The drug diffusion coefficient refers to release of heparin [34] . For the stent struts we assumed a squared section 0.08 mm wide (which is coherent with the selected stent platform, see Sheiban et al. [35] ). As a result of that, the equivalent radius is equal to 0.052 mm. The coating consists of a polymeric film with a thickness of 7 µm. In order to evaluate the drug delivery to the arterial wall, we addressed the dose, which is defined as the time-averaged drug concentration at each point of the arterial wall, and its mean value over a given control volume. The drug doses for the whole region of the coronary bifurcation domain and for three meaningful sub-regions, namely the proximal part of the MB, the distal part of the MB and the SB region, were evaluated. Figure 4 shows the final geometrical configurations obtained at the end of virtual bench testing. Since all simulated procedures included optimal (distal) SB rewiring and FKB inflation, all the procedures resulted in patent accesses to both the MB and SB. Metal to artery ratios in the proximal region of the MB are shown in Fig. 5 . In the PSB approach only one stent is implanted resulting in a metal-to-artery ratio equal to 13.2%. On the other hand, when two conventional devices are implanted as in CUL, the ratio increases to 27.4%. In case of TRY-CUL, the use of the dedicated stent, thanks to the fewer struts in its proximal design, reduces the ratio to 20.6%. Regarding stent deformation assessment, the maximum PEEQ obtained at the end of the procedures in the three simulated techniques are reported in Fig. 6 . In case of PSB stenting, results showed that the maximum deformation value (0.75) is obtained in the stent strut at the ostium of the SB opened during the FKB inflation. This final step also influences the deformation state of the in the proximal part of the MB stent by increasing the max values of PEEQ from 0.33 to 0.43. Similar values of deformations can be found in the MB stents deployed in cases CUL and TRY-CUL. On the other hand, looking at the plastic equivalent deformations induced in the stents implanted from the proximal MB toward the SB in the two culotte techniques, we found that the conventional stent used in CUL undergoes very high deformations in the strut opened toward the MB (0.95) while the dedicated stent used in the TRY-CUL has overall lower deformation with its higher deformation values (0.65) at the ring of struts located at its proximal end.
Reults

Geometrical configurations and physical deformations
Fluid dynamic analyses: WSS and RRT
Fluid dynamic analyses disclosed significant differences between the three investigated technique at the level of proximal MB. Figure 7 depicts the contour maps of the TAWSS (left) and RRT (right) in the three cases examined. Overall, contour maps for both parameters concordantly showed that better shear stress pattern in the proximal MB is obtained with PSB (single layer of stent struts) while the (higher or lower amount of) double metallic layers associated (respec-tively) with the CUL and TRY-CUL has a adverse impact on shear stresses by enhancing the areas with low shear stress. In particular, numerical TAWSS analysis showed that the percentage areas of the proximal part of MB characterized by TAWSS lower than 0.25 Pa were 56.0%, 88.1% and 71.6% for PSB, CUL and TRY-CUL, respectively. Similar results were obtained in the RRT analysis (Figure 7 , numerical data not shown).
Theoretical drug elution capability
For each stenting procedure, the total amount of drug concentration in the arterial wall is reported in Fig. 8 at different time instants. The drug supply to the arterial wall increases until 6 hours and then a decrease is observed since the total amount of drug in the stent coating is completely released. The mean dose was quantified and displayed in the histograms of Fig. 9 considering the different bifurcation areas. Reported graphics show that major differences in the pattern of drug release are obtained with the three investigated techniques. In particular, it is evident how drug release in the SB is only effective after the implantation of a DES. Furthermore, strut distribution and different stent designs have been shown to highly affect the drug concentration in the arterial walls, especially in the proximal MB where multiple metallic layers occur. The comparison of these values between PSB, conventional and Tryton-based culotte configurations has been more thoroughly discussed in the next section.
SB stent rewiring: importance of a dedicated design
SB stent rewiring may have a major role in culotte techniques. The available areas for optimal re-crossing of the device are equal to 8.7% after Xience V deployment and 59.4%, 47.6% and 40.8% for the three deployments of Tryton (ideal case, rotation 30°and rotation 60°, respectively) (Fig. 10) . Following, the expansion of a MB balloon results in a patent access to MB in all these cases. As a consequence, the dedicated stent seems to facilitate rewiring. Instead, procedural complications due to sub-optimal re-crossing of a conventional stent seem to be more feasible and may lead to negative geometrical and hemodynamic conditions as illustrated in Fig. 11 . This case is discussed in more details in the next section.
Discussion
The combination of the results obtained from the three numerical models previously described provides new insights on several aspects of the treatment of coronary bifurcations with single-or double-stenting procedures, conventional or dedicated devices. Tryton stent is characterized by fewer struts in its proximal part and is designed to overcome some of the procedural complications that affect double stenting techniques as, for instance, wide double metallic layers or problematic accesses with the second device. Firstly, a critical point of double-stenting procedures, particularly evident in the culotte techniques, is the occurrence of double or even triple metallic layers [36] . These issues might result in higher metal-to-artery ratios, indication of a biomechanical environment more disposed to arterial wall injuries and post-stenting complications. In this work, the three cases investigated show very different metal-to-artery ratios in the proximal part of the MB where the double metallic layer occurs (Fig. 5) . In particular, the PSB approach results in the lowest metal-to-artery ratio since only one stent is implanted. On the other hand, when two conventional devices are implanted as in the conventional culotte, the ratio doubles. The use of Tryton SB stent, thanks to the fewer struts in its proximal design, reduces this ratio to 20.6%. The presence of a double-metallic layer has a negative influence on the hemodynamic field as well, as proved by the fluid dynamic results illustrated in Fig. 7 . Low values of WSS are considered as risk factors of in-stent restenosis and, as a consequence, should be avoided [25] . TAWSS magnitude contour maps of the three cases confirm that the presence of stent struts provokes a decrease of the WSS acting on the arterial wall; this is particularly evident in the regions characterized by the overlapping of the two stents as in case of conventional culotte. If compared to this case, the dedicated device improves the hemodynamic conditions by decreasing the percentage of areas with low WSS from 88.1% of case 2 to 71.6%.Another critical issue is that conventional devices are designed to reach stresses and deformations that might be potentially exceeded during challenging techniques used in complex geometries such as coronary bifurcations. This occurrence might undermine the mechanical integrity of the devices. Beyond structural integrity and potential stent fracture, other important drawbacks have been related to the high deformations achieved during the expansions. Previous reports [37] show that very high deformations in the device might lead to structural damage and delamination of the polymer that covers the stent struts and carries anti-proliferative drugs. Polymer delamination could bring to an inhomogeneous distribution of the eluted drug disturbing the correct healing process of the artery. Indeed, structural simulations show that in all the cases, very high stresses and PEEQ are found in the conventional devices deployed (Fig. 6 ). In particular, looking at the MB stent, high plastic deformations are found in all those stent struts rewired with a SB angioplasty balloon and opened during FKB inflations. However, these values, ranging from 0.61 to 0.77, are lower than those obtained in case of conventional culotte after the re-crossing of the SB stent with a 3 mm balloon dilated in the MB. PEEQ values are equal to 0.95 and localize at the strut hinges close to the arterial wall opposite to the bifurcation. The same step does not seem to be such critical in case of Tryton-based culotte since lower values of stresses and PEEQ (around 0.65) are found in the dedicated device deployed in the SB. This occurrence proves that a dedicated design might be needed to decrease the mechanical solicitations in the devices. In the DES era, the capability of eluting drug has become an essential requirement for coronary stents. Since in vitro or in vivo investigation of this aspect is technically very complex and demanding, numerical models started to be exploited and proved their ability of assessing drug delivery in the arterial wall [16] , [28] , [30] . In this work, the numerical models described in section 2.3 have been applied to the three cases investigated (Fig. 8 and 9 ). The comparison among the configurations gives rise to interesting considerations. First, a higher drug dose is observed in the conventional culotte procedure with respect to the PSB, but the drug dosage is not doubled. Indeed, the incomplete stent apposition and the struts superposition occurring in the case of a doublestenting procedure affect the optimal release of drug to the arterial wall causing drug loss in the blood stream. Concerning the SB region, an adequate drug supply seems to be provided only in the case when the SB is treated by means of a DES (conventional culotte). A small supply of drug in the SB is observed in the other cases and it is probably due to the flow mediated drug transport. The use of a dedicated BMS in the SB guarantees the re-opening of the stenotic area but seems not to be able to supply a sufficient amount of drug to the SB. These results are in agreement with the considerations by Grundeken et al. [2] , who suggested that further improvements might be achieved by coating these dedicated SB devices with a drug, with the aim of not only providing an optimal ostial scaffolding of the SB but also minimizing the in-stent restenosis. Moreover, the presence of bare/metal struts in the proximal segment of the MB seems to influence the pattern of drug release at this level after TRY-CUL. Lastly, it is quite reasonable to assume that sub-optimal procedural outcomes could increase the potential risks of post-stenting clinical complications as in-stent restenosis or thrombosis. Above all, double-stenting procedures seem to be more prone to experience procedural errors mainly due to their technical complexity. In particular, within the culotte techniques a critical point is the crossing of the first device implanted with an angioplasty balloon that enlarges the stent struts and allows the advancement of the second device in the other branch. An optimal balloon insertion should cross the SB stent close to the bifurcation to let the struts adhere to the arterial wall opposite to the bifurcation without hindering the SB access. Looking at the virtual bench test results in Fig. 10 , it is clear that the dedicated stent provides a wider area (59.4%) available for an optimal re-crossing (Fig. 10b) if compared to the standard stent (8.7%) (Fig. 10a) . Moreover, the highly regular structure of the conventional stent makes the optimal crossing area slightly affected by the uncontrollable rotation of the device. On the other hand, a sub-optimal procedure performed with the Tryton stent rotated of 30° (Fig. 10c) and 60°(Fig. 10d) (worst scenario) reduces the crossing area to 47.6% and 40.8% respectively, still enhancing the performances of the conventional device examined. In all these cases, the following MB balloon inflation results in a completely patent access to MB (Fig. 10, bottom) , thus making rotational alignment of the Tryton SB stent a trivial point. Accordingly, the use of a dedicated device seems to have lower chances of procedural complications due to sub-optimal SB stent rewiring. On the other hand, sub-optimal rewiring of a conventional SB stent seems to be more probable and, when occurring, may lead to negative geometrical and hemodynamic conditions. For instance, Fig.  11 provides a comparison between an optimal conventional CUL technique (Fig.  11-left) and an example of sub-optimal procedure obtained crossing the stent struts far from the bifurcation (Fig. 11-right) . In the second case, the result of the MB balloon deployment is a patent MB ostium but a problematic access to SB caused by the presence of several stent struts. In this way, after the MB stent deployment, FKB inflation could only be performed with a proximal access to SB, leading to a greater new metallic carina. Results in terms of geometrical configuration and hemodynamic influence at the end of the whole procedure are visible in Fig. 11b and 11c , respectively. In particular, differences can be found looking at the longer new metallic carina obtained in the sub-optimal case (3.95 mm) respect to the optimal one (2.65 mm). This new metallic carina has a great influence on the hemodynamic field as proved by the CFD results shown in Fig.  11c . In particular, a wider area of low velocities and recirculations is visible close to the bifurcation. Slight increases in the mechanical solicitations on the devices in terms of Von Mises stresses and plastic deformations at the maximum expansion were found as well.
Study limitations
Despite their continuous improvements and upgrading, numerical models are still affected by a number of limitations that need to be overcome to fully replicate in vivo clinical conditions. In the following paragraph, some of the assumptions made are listed: -Artery: the materials used to define its mechanical behaviour do not consider its anisotropic and inhomogeneous nature. The geometries used in this work have realistic dimensions but only represent idealized models.
-Atherosclerotic plaques have not been included in the model.
-Stent models could slightly differ from the actual commercial devices. Moreover, only a single conventional stent has been investigated.
-No image-based reconstructions have been used. Indeed the models implemented cannot provide patient-specific indications but only general guidelines that must be carefully interpreted and adapted to every specific clinical case.
Conclusions
This work shows how numerical models might successfully complement the information on stenting procedures obtained with traditional approaches as in vitro bench testing or clinical trials. Their ability of providing direct information on clinically interesting biomechanical variables such as mechanical stresses in the artery and the stents could facilitate design process of the devices and clinical planning. In particular, this work confirmed that new dedicated devices, still requiring some improvements in their design and concept, might be an interesting opportunity while stenting coronary bifurcation lesions. 
